Phase Measurement Interferometers (PMI) are widely used during the manufacturing process of high quality lenses. Although they have an excellent reproducibility and sensitivity, the set-up is expensive and the accuracy of the measurement needs to be checked frequently.
INTRODUCTION
Modern lithographic projection lenses have a nearly ideal wavefront with typical wavefront errors below 10mλ. This amazing result is achieved by continous improvement of the lens design, optical materials, lens metrology and by using advanced polishing techniques.
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During the adjustment phase, lens metrology plays a crucial role as it is part of the feedback loop that determines the relative position of the various lens elements. The metrology tool of choice is a phase measurement interferometer (PMI). The PMI measures the key parameters of the lens: the wavefront aberrations, usually expressed in Zernike coefficients. During lens assembly the wavefront is optimized to the lowest possible level.
The PMI measures effectively an optical phase difference between the wavefront of the projection lens and the wavefront of a reference surface. After careful calibration and adjustment of the interferometer set-up, the wavefront of the projection lens is extracted. Nikon uses a so-called Fizeau type interferometer, where the reference surface is a spherical mirror. This system achieves a very high accuracy and reproducibility, viz. better than λ/1000 or 1mλ.
The Extended Nijboer-Zernike (ENZ) method is an alternative lens metrology method. The ENZ-method is based on aerial image measurements, i.e. the observation and analysis of the through-focus intensity point-spread function. The ENZ-method is self calibrating and uses no reference surface. The ENZ-method retrieves not only the phase errors but also the transmission errors of the lens. The method is well adapted for optical systems
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Proeclion Spheilcal strf ace Lens n*ror Beam 5 with relative large chromatic errors and does not require a coherent source. ENZ achieves a reproducibility of about 1mλ. The ENZ-method is not only applicable to low-and-medium-NA lenses, but can be used for very high-NA lenses 2, 3 as well.
This paper compares the two measurement methods for lens metrology: PMI and ENZ. Measurement results are shown for a prototype DUV lens with an NA of 0.75. The lens discussed shows significant aberrations and does not represent the current state of art. This lens is selected for the purpose of demonstration of the measurement capability of the two methods only.
The paper is organized as follows. Section 2 discusses the basic principles of the PMI. Section 3 discusses the ENZ-theory and the experimental set-up used to measure the aerial image of a lithographic lens. Section 4 shows samples of the experimental through-focus intensity point-spread function and the retrieval of phase and transmission errors. The PMI results are compared to the ENZ results for the prototype lens. We discuss a reticle adjustment experiment, where spherical aberration is introduced in a controlled way. It is shown that the ENZ-method tracks the aberration changes well and is able to optimize the reticle position to a low level of spherical aberration. Section 5 gives a summary. Finally, the appendix shows some of the mathematical framework of the ENZ-method.
PHASE MEASUREMENT INTERFEROMETER
During assembly and testing of lithographic projection lenses, Nikon uses a so-called Fizeau type of interferometer. Figure 1 shows the basic set-up. The incoming light rays are partly reflected on the Fizeau surface and form the reference rays. The transmitted rays pass the projection lens, are reflected by the spherical mirror and pass the projection lens again along the same route. Eventually they are reflected by the beam splitter and interfere with the reference ray to form the interferogram. The light source of the Fizeau interferometer is a narrow band, mono-mode laser with a coherence length exceeding at least three times the track length of the projection lens.
The interferogram represents the combined wavefront error W of the projection lens and spherical mirror:
The non-rotationally symmetrical wavefront errors of the mirror can be determined by a calibration procedure, but the spherical errors are assumed to be known from the mirror design. In order to extract the projection lens aberrations, the wavefront of the mirror is removed from the measurement. In principle, the Fizeau surface also has a small contribution to the wavefront, but is neglected here. The advantage of the Fizeau interferometer is its stability and very high accuracy and reproducibility.
In this paper we represent the phase aberrations using both the Born and Wolf convention and the fringe convention for the Zernike terms:
FROM AERIAL IMAGE TO WAVEFRONT
An alternative method to obtain the wavefront errors of an optical system is an aerial measurement of the intensity point-spread function. This method is well adapted for optical systems with relatively large chromatic errors and does not require a coherent source. There are a number of algorithms to extract the wavefront errors, such as the Gerchberg-Saxton method. [4] [5] [6] [7] However, the stability is not always guaranteed and these methods tend to be sensitive to noise. We propose an alternative method that is more practical and easily adapted to the quality measurement of projection lenses. For analysis we use the so-called Extended Nijboer-Zernike (ENZ) method. The ENZ-method is based on the analysis of the through-focus intensity point-spread function.
Aberration retrieval of a projection lens basically involves three steps. Figure 2 , shows the aerial image measurement set-up during the measurement phase. A λ = 248nm, NA=0.75 lithographic projection lens with a 4X reduction ratio is mounted in the set-up. A test reticle with a pinhole is at the low-NA side in the reticle plane. The pinhole diameter of 0.1 µm is small compared to the resolution of the lens. An intermediate image is formed at the wafer level. The objective lens, with an NA=0.78, is stepped through focus. The image of the pinhole, as recorded by the CCD-camera, represents the point-spread functions of the combined projection lens and objective lens system. Figure 3 , shows the set-up during the calibration phase. Now the pinhole reticle is in the wafer plane and the image of the pinhole, as recorded by the CCD-camera, represents the point-spread function of the objective lens. Again the objective lens is stepped through focus and records the through-focus PSF of the objective lens. Note that this calibration step has to be performed only once.
Finally, the through-focus intensity point-spread functions are analyzed using the ENZ-method and the wavefront of the projection-lens objective-lens combination and the wavefront of the objective lens are obtained. These two wavefronts are substracted from each other and thus the wavefront of the projection lens is obtained.
Basic expressions used in the Extended Nijboer-Zernike theory
Below we briefly review the Extended Nijboer-Zernike theory to calculate the intensity point-spread function and indicate how to obtain the transmission and phase aberrations. The point-spread function or impulse response 8 of an optical system is the image of an infinitely small object. In practice, an object having a diameter of the order ∼ λ 2NA is a fair approximation. The finite hole size is taken into account. The complex amplitude of the point-spread function is denoted as U (x, y), with (x, y) the coordinates scaled to the ratio of wavelength and numerical aperture.
We write the pupil function as: with A the amplitude pupil transmission function and Φ the pupil phase function and Z m n (ρ, θ) the Zernike terms with coefficients β n,m . According to the ENZ-theory:
where the intensity is written as a linear summation of basic functions χ 
with γ m = 4, m = 1, 2, · · ·, γ 0 = 8. Appendix A gives the definitions of the scaled coordinates as well as the definition of the functions V m n (r, f ) for the low-NA case. In solving the aberrations from the measured point-spread function, the key step, see Eq.3, is to linearize the theoretical intensity, comprising the βs as unknowns, by deleting second-order terms, and to optimize the match between the linearized, theoretical intensity and the given intensity in the focal region. This approach is valid for a good lens, having small transmission variations and phase errors (A ≈ 1 and |Φ| 1) only.
Retrieving large wavefront errors: the Predictor-Corrector approach
For general pupil functions that may contain amplitude errors or larger pure-phase aberrations, the linearization error(s) cannot be ignored. By adopting a predictor-corrector approach, the effect of linearization can be eliminated iteratively and this yields accurate or even perfect retrieval of aberrations well beyond the diffraction limit. This approach is described in detail in Ref.
9 Figure 4 shows the convergence of the aberration-free term or β 0,0 -coefficient. Already after a few iterations the convergence is better than 10 −5 . The outcome of the predictor-corrector procedure is an accurate estimate of the β− coefficients. Finally, using equation Eq. 2, the transmission error A(ρ, θ) and phase error Φ(ρ, θ) are obtained from the same experiment. Predictor -corrector is an iterative procedure to eliminate the effect of linearization. This procedure is used to retrieve large aberrations, well beyond the diffraction limit. The graph shows the convergence of the aberration free coefficient β0,0 towards the value 1.1013. A few iterations are sufficient to achieve a good convergence better than 10 −5 .
Accounting for chromatic aberrations
For certain projection lenses it is important to account for the chromatic aberrations. This is especially important if a source with a relatively large bandwidth is used, for example when a Mercury arc-lamp is used in combination with an I-line projection lens. A similar situation may occur for DUV lenses or 193 nm systems. Although these lenses use a coherent laser source, their chromatic errors are much larger.
The effects of the chromatic errors is a stochastic variation of the focus position and thus an image blur in the vertical direction. The magnitude depends on the chromatic error and the bandwidth of the light source. To a good approximation:
where σ F is the standard deviations of the focus position, the coefficient C c represents the chromatic error of the projection lens and ∆λ represents the standard deviation of the source wavelength distribution.
The ENZ-method accounts for the chromatic errors by modifying the basic functions. The formulas that arise are analytical in nature and are especially useful for the case of a small-to-medium-large value of the blur parameter. By way of illustration, we present the first-order corrected expression for the dominant aberration-free term, |V 0 0 | 2 . It is given as
Here we only reproduce the first order correction for a stochastic focus variation, but a more general approach including the effects of image blur in the horizontal plane and full second order corrections can be found in Ref.
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The standard deviation σ F is determined directly from the intensity PSF and does not require an additional experiment.
Similar to the case without chromatic errors, the intensity is written as a linear summation of basic functions χ m n , Ψ m n , with coefficients β n,m now representing the wavelength averaged aberrations. Thus, the ENZ-method directly determines the wavelength averaged aberrations, which are the relevant parameters for the imaging performance of the lens.
The impact of transmission errors
Pupil transmission errors are often ignored in the discussion on lens quality. Nevertheless transmission errors can impact the lens performance and contribute to across-the-field linewidth variations in a similar way as phase errors do. As potential causes for transmission errors we mention an obstruction, a bad anti-reflection coating or contamination of a lens element.
A simulated example of the impact of a transmission error is shown in Fig. 5 . Here we assumed a transmission error of the form:
In our example, the mask is a binary mask with a 90 nm line. We vary the space from fairly isolated to fully dense. The optical system has a wavelength of λ = 0.193nm and NA=0.80. We assumed a conventional illumination with a coherence value of 0.5. Figure 5 compares the simulated proximity curve for horizontal and vertical lines. We observe an impact on the horizontal-vertical linewidth difference of the order of ±5 nm. The impact depends on the feature size, feature orientation, mask type and illumination condition. In our example the transmission error cause HV-linewidth differences and also elliptically deformed contacts, similar to phase-astigmatism. However, unlike astigmatism, the pattern deformation is also present in best focus.
EXPERIMENTAL RESULTS
Comparing the PMI and ENZ-method
The experimental set-up is described in Sections 2 and 3. In this subsection we compare the results obtained by the PMI and ENZ-set-up. Both set-ups use the same prototype NA=0.75 DUV-lens. Figure 6 shows an example of a recorded through-focus intensity point-spread function. Using the ENZanalysis, as described in 3.1, we determine the β−coefficients. The figure shows a comparison between the raw aerial images (solid lines) and aerial image calculated from the retieved aberrations (dashed lines). A good match is obtained, with a standard deviation 1σ ∼ 0.5%.
The ENZ-method determines the general pupil function in terms of β-coefficients. For small aberrations, the imaginary part of the β-coefficients correspond to phase errors and the real part of the β-coefficients correspond to the amplitude errors. For larger errors, we evaluate Eq. 2 and use the predictor-corrector approach to obtain the phase errors Φ(ρ, θ) as well as the transmission errors A(ρ, θ) of the projection lens. An experimental example is shown in Fig. 7 .
In an other experiment we compare the results of the PMI to that of the ENZ-method. The results are shown in Fig. 8 . The standard deviation between the PMI and ENZ-method is 1σ = 4.6mλ. The largest deviations between the PMI and ENZ-measurements are observed for the spherical aberration terms. The agreement for the non-spherical terms like coma and astigmatism is better than 1σ = 3mλ. 
Spherical aberration
As potential causes for errors in the measurement of spherical aberration we mention the exposure wavelength, barometric pressure, the shape of the spherical reference mirror and the shape of the Fizeau surface that all could produce a spherical offset. Another cause is related to the ENZ-method. The intensity point-spread function is recorded through focus, i.e., at a number of discrete focus position. An error in the focus readings would impact the analysis of spherical aberration. Also a DC-offset in the CCD-camera contributes to the spherical terms. With careful calibration procedures, these errors can be prevented.
A third cause is a change in conjugates, i.e. the exact reticle table and wafer table z-positions have an impact on the spherical terms. We investigated this cause in some detail in a reticle table height detuning experiment. When the reticle table deviates from its nominal position, spherical aberration will be introduced. For an ideal system the dependence of low and high order spherical aberration versus reticle table height is linear and the curves intersect each other at one reticle table height, the nominal position:
At the nominal position, all spherical terms are zero. Figure 9 shows the results of the reticle table detuning experiment, where the reticle table height is varied from -100 to + 100 µm around the nominal position in 11 steps of 20 micron. At each reticle z-position the through-focus intensity point-spread function is recorded and the aberrations are determined. Indeed a sweetspot is found with spherical terms below < 5mλ. The common crossing point of Z 9 and Z 16 is close to the nominal reticle position. We conclude that both the PMI and the ENZ-method have a small spherical offset below < 5mλ. The observed linearity also proves the capability of the predictor-corrector iterative approach to deal with large aberrations.
The experimentally obtained slope (ENZ) and a numerically calculated slope using a ray-trace method are summarized in the Other Zernikes coefficients are found to be virtually independent of reticle table height, which is in agreement with the theory.
At the nominal reticle position, the measurement was repeated 10 times. As an example, Fig. 10 shows the reproducibility measurement and we found a standard deviation of 1σ = 0.94 and 0.74 mλ for Z 9 and Z 16 respectively. For the other Zernike coefficients we found a reproducibility of about 1mλ or better.
SUMMARY
In this paper we have discussed an aerial image based lens metrology method, the Extended Nijboer-Zernike method and its application to aberration measurement of a high-NA optical system of a wafer stepper. The ENZmethod is based on the observation of the through-focus intensity point-spread function of the projection lens. The mathematical framework was shown and the experimental procedure to extract aberrations for a high-NA lens is demonstrated on a high-NA DUV lithographic lens. The advantage of ENZ is a relatively simple set-up that may be operated with an incoherent light source. The method provides high reproducibility and a good match to the PMI. In addition, the ENZ-method determines not only the phase errors but also the transmission errors of the projection lens.
